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1. Prepare the No-Stain labeling buffer by diluting the 20x stock to 1x (9.5 mL ddiH2O  + 0.5 mL 20x buffer).
2. Thaw Activator and Derivatizer to room temperature, then add 20 uL of activator followed by 20 uL of derivatizer to 10 mL of 1X buffer. Mix in a tube prior to adding to dish with blot.
3. Pre-wash the blot twice with 20 mL of ultrapure (ddiH2O) water, for 2 minutes each, on a nutator or rotating platform.
4. Add 10 mL of No-stain labeling solution with all components added to the blot, and nutate or rotate for 10 minutes. Discard the solution.
5. Post-wash with 20 mL of ddiH2O for 2 minutes, three times. Replace the last wash with fresh water.
6. Image using the Bio-Rad imager with protocol Blot->No Stain.
7. Quantify using LiCor Image Studio Lite.

